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Dear Valued Customer,    
We would like to inform you that the below products will be discontinued with immediate effect.  

 
These products will no longer be manufactured and will only be available until the listed expiry date of the final lot or until the 
current inventory is depleted. 
 
Discontinued Products 

 
 

Part Code Description  Inventory Available 

LP-PLA2-RK30 Lp-PLA2 Reagent Kit Yes 

LP-PLA2-RK19 Lp-PLA2 Reagent Kit (Small) No 

PLA2-CAL Lp-PLA2 Calibrator Kit No 

PLA2-MCAL Lp-PLA2 Calibrator Mini Pack Yes 

PLA2-C Lp-PLA2 Control Kit Yes 

PLA2-C Level 1 Lp-PLA2 Control Level 1 No 

PLA2-C Level 2 Lp-PLA2 Control Level 2 No 

 
 
We understand that this decision may impact your operations and wish to assure you that we are committed to providing 
ongoing support during the product discontinuation period. Here are some important details to note: 
 
Remaining Inventory 
While we have ceased production, we do have limited inventory remaining of certain products. If you anticipate needing 
additional quantities to meet your ongoing needs, please contact your Technopath commercial representative or e-mail 
iplaq@technopathcd.com, as soon as possible to discuss availability. 
 
Product Support 
We will continue to provide full technical and customer support for these products until 31-August-2026. 
 
We apologise for any inconvenience this may cause. Please contact your Technopath commercial representative with any 
questions. 
 
 
Sincerely, 
 
Ian Langton 
Product Manager – Multichem 
LGC Clinical Diagnostics 
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